Abstract: Anti-CD34 coated stents are the only commercialized antibody-coated stents currently used for coronary artery diseases with various limitations. Endoglin plays important roles in the proliferation of endothelial cells and vascular remodeling and could be an ideal target surface molecule. The objective of this study was to investigate the efficacy of stents coated with antiendoglin antibodies (ENDs) in terms of endothelial recovery and the reduction of neointimal formation. The performance of ENDs was evaluated by comparing with stents coated with anti-CD34 antibodies (CD34s), sirolimus-eluting stents (SESs), and bare metal stents (BMSs). Stents were randomly assigned and placed in the coronary arteries of juvenile pigs. Histomorphometric analysis and scanning electron microscopy were performed after stent implantation. Our results showed at 14 days after stent implantation, the neointima area and percent area stenosis in ENDs and CD34s were remarkably decreased compared with those in BMSs and SESs (P0.05). Moreover, the percentage of reendothelialization was significantly higher in ENDs and CD34s than that in SESs or BMSs at both 7 and 14 days (P0.05). There was no difference in the neointima area, percent area stenosis, and percentage of reendothelialization in ENDs compared with CD34s. The artery injury and the inflammation scores were similar in all groups at both 7 and 14 days. Our results demonstrate that the performance of ENDs is similar to the commercial CD34s, without the disadvantages of CD34s, and both are better than SESs and BMSs. ENDs potentially offer an alternative approach to reduce restenotic process and enhance reendothelialization after stent implantation.
Introduction
Coronary angioplasty is a procedure used to open the clogged heart arteries by placing stents to help widen the arteries. With the rapid advancement of interventional cardiology over the past decade, coronary angioplasty has become the treatment of choice for atherosclerotic coronary artery diseases. Small wire mesh metal tubes also called bare metal stents (BMSs) are commonly used in clinical angioplasty. The major limitation of angioplasty is in-stent restenosis (ISR), which is characterized by intimal hyperplasia and blood vessel renarrowing. 1 In addition, BMSs placement might cause endothelial injury as well as deeper injury due to lacerations of the arterial wall. 2 The emergence of drug-eluting stents has dramatically reduced the incidence of ISR. 3, 4 The drugs on the stents are released slowly to block cell proliferation and thus reduce restenosis. Sirolimus is an antibiotic with powerful antiproliferative and immunosuppressant properties. 5 The sirolimus-eluting coronary stents (SESs) were approved by the US Food and Drug Administration in 2003. Clinical trials showed SESs to be remarkably effective in reducing angiographic restenosis and the rate of revascularization compared with BMSs. 6 However, it was reported that SESs might delay reendothelialization. 7, 8 Recently, the high incidence of stent thrombosis has more commonly been linked to SESs than BMSs. Several factors have been associated with the stent thrombosis after SESs implantation, such as delayed healing, inflammation, and endothelial dysfunction. 9 Antibody-coated stents represent a more recent development. These stents are coated with a layer of special antibodies, which allow the stents to grow into the tissue faster than drug-coated stents. So far, only a few antibody-coated stents have been tested. Stents coated with anti-human CD34 antibodies (CD34s) (Genous™ EPC capture stent) was the representative one. It was first developed by OrbusNeich (Fort Lauderdale, FL, USA) and shown to be safe and feasible in a clinical trial. 10 Despite the clear benefits of CD34s, recent randomized, controlled trials found that the Genous stent showed a trend of higher rates of target vessel failure. Moreover, CD34-positive progenitor cells might differentiate into various other cell types such as macrophages, 11 and CD34-negative mesenchymal cells can also differentiate into endothelial cells. 12 These drawbacks limited the efficacy of the Genous stent, and thus create an urgent need for the development of new antibody-coated stents.
Endoglin (also known as CD105) is a type III accessory receptor for the transforming growth factor (TGF)-β superfamily. 13, 14 Endoglin is highly expressed on the vascular endothelium in adults and expressed by the endocardium and fibroblasts in cardiac tissue. 15 Endoglin is a critical mediator of cardiovascular health. Emerging evidence has shown that endoglin modulates cardiac development, remodeling, and myocardial infarction. 16, 17 Given the critical role of endoglin in maintaining cardiovascular homeostasis, it represents a potential unique therapeutic target for cardiovascular diseases. Several studies have demonstrated that vascular targeting by anti-endoglin antibody is a useful and safe procedure for tumor imaging and treatment in vitro and in vivo. 18 Our previous study demonstrated that endoglin antibody-coated stents (ENDs) can significantly reduce restenosis and neointimal hyperplasia. 19 In this study, we comprehensively evaluated the performance of ENDs and them compared with the commercial CD34s, SESs, and BMSs using the healthy coronary porcine model. Our results indicate that the performance of ENDs is similar to the commercial CD34s, without the disadvantages related to CD34s, and both are superior to SESs and BMSs. ENDs potentially offer an alternative approach to reduce the restenotic process after stent implantation and enhance reendothelialization.
Materials and methods Materials
A total of 40 domestic pigs (4-to 5-month-old, 25-35 kg) were purchased from the Agricultural University Experimental Animal Center (Beijing, People's Republic of China). Stainless steel stents coated with murine monoclonal ENDs and CD34s were purchased from Beijing Lepu Medical Technology limited corporation (Beijing, People's Republic of China). SESs were purchased from Johnson & Johnson (New Brunswick, NJ, USA). BMSs were obtained from Abbott Laboratories (Abbott Park, IL, USA). Stents were randomized and placed in the left anterior descending circumflex or right coronary arteries (one or two stent per artery). The experiments were performed using an incomplete factorial design, which allows intraindividual and interindividual comparisons, and the pigs were randomly assigned to these treatment modalities. Pigs were treated with 75 mg clopidogrel and 100 mg aspirin daily. The animals were sacrificed at 7 and 14 days, and stents were then subjected to histological, scanning electron microscopy (SEM), or coronary angiographic examinations.
stent implantation and harvest
All studies were conducted at Capital Medical University, in facilities accredited by the Association for Assessment and Accreditation of Laboratory Animal Care International under the Capital Medical University Institutional Animal Care and Use Committee-approved animal subjects protocols, and followed the National Institutes of Health Guidelines for the use of animals in research. All domestic pigs were treated using standard interventional techniques. The residual stenosis was kept less than 20% by visual assessment, with a thrombolysis in myocardial infarction flow grade rate of 3, and postdilation was performed if needed. All domestic pigs were examined at 7 and 14 days after stent implantation to assess the anginal status and the occurrence of major adverse cardiac and cerebrovascular events.
The cross-sectional area of stenosis was collected and calculated using coronary intravascular ultrasound (IVUS). Briefly, before IVUS examination, heparin (100 U/kg) was intraarterially administered to the animals. IVUS examination was performed using a Jomed 30-MHz catheter with 2.9Fr phased array probe (Invision Gold™; Jomed, Sweden). histomorphometric analysis
At 7 and 14 days after stent implantation, pigs were euthanized using intravenous injection of pentobarbital solution (100 mg/kg), and the stented coronary arteries were collected. The arteries were then sectioned into 3-5 mm segments from the proximal, middle, and distal part of the stents and fixed in 4% formalin for 48 hours. A serial of 5 µm sections from the distal part of the stents were subjected to hematoxylin and eosin staining as described by Li et al. 20 The lumen area as well as the area circumscribed by the internal elastic lamina were measured using an Image-Pro Plus computer-assisted digital system (Media Cybernetics, Rockville, MD, USA). Neointima area (NA) was defined as internal elastic laminalumen area. The statistical analysis for treatment effects was conducted based on the average of all sections per stent.
scanning electron microscopy SEM analysis was performed as described previously. 19 Briefly, intact stented arterial segments were fixed in 1.6% glutaraldehyde, dried with liquid CO 2 , and coated with gold. The specimens were visualized using a Hitachi SEM (Model 3600N; Tokyo, Japan). The percent area of reendothelialization compared with the total luminal surface area was calculated. For each specimen, five SEM photomicrographs were taken at ×400 magnification, and the reendothelialization area for each artery was represented by the sum of the data for the five photographed subareas. 21 Stent endothelialization was assessed using the method described by the previous study. 22 Stent endothelialization was scored by the extent of the circumference of the arterial lumen covered by endothelium: 1=25%; 2=25%-75%; and 3=75%-100% coverage, and data were expressed as averages of six independent scoring (n=6).
evaluation of arterial injury and inflammation scores
The severity of arterial injury was scored as previous described by Schwartz et al 23 : 0= no injury; 1= break in the internal elastic membrane; 2= perforation of the media; and 3= perforation of the external elastic membrane to the adventitia. The inflammation score for each individual strut was graded according to the following criteria: 0= no inflammatory cells surrounding the strut; 1= light, noncircumferential lymphohistiocytic infiltrate surrounding strut; 2= localized, moderate to dense cellular aggregate surrounding the strut noncircumferentially; and 3= circumferential, dense lymphohistiocytic cell infiltration of the strut. Arterial injury and inflammation scores for each cross section was calculated by dividing the sum of the individual injury and inflammation scores by the total number of struts at the examined section, as previously described. 23, 24 statistical analysis
Statistical analysis was performed with Graphpad prism 6 (La Jolla, CA, USA). The data are presented as mean ± standard deviation. One-way ANOVA followed by Tukey's test was used for comparisons of the four stent groups. Significance was established at the 95% confidence level (P0.05).
Results

Procedural characteristics
A total of 120 stents including 30 BMSs, 30 SESs, 30 CD34s, and 30 ENDs were randomly placed in the proximal left anterior descending, proximal circumflex, and proximal right coronary artery for 40 pigs. No death was observed during this study. Quantitative coronary angiography before and after stent implantation indicated that stent-to-artery ratio was 1.1-1.2 for all 120 stented arteries. There was no significant difference in stent-to-artery ratio among the four stent groups (data not shown).
histomorphometric analysis
Stent malapposition was not detectable in histologic specimens or by IVUS examination after stent implantation. As shown in Figure 1A , the average NA at 7 days after stent implantation was 0.97±0.14 mm 2 , 0.92±0.12 mm 2 , 0.95±0.09 mm 2 , and 0.91±0.07 mm 2 for BMSs, SESs, CD34s, and ENDs, respectively (P0.05). No significant differences were also observed in the percent area stenosis among the four stent groups at 7 days ( Figure 1B) . At 14 days after stent implantation, the average NA of ENDs, SESs and CD34s was significantly lower (0.9±0.08 mm 2 , 0.95±0.12 mm 2 , and 0.88±0.06 mm 2 ) than BMSs, which was 1.25±0.14 mm 2 (P0.05, Figure 2B ). The corresponding percent area stenosis was 23.80%±4.00%, 24.20%±2.20%, 38.0%±3.20%, and 23.6%±3% for ENDs, SESs, BMSs, and CD34s, respectively. Importantly, percent area stenosis in ENDs, SESs, and CD34s were less than that in BMSs (P0.01 for ENDs, SESs, and CD34s versus BMSs), whereas no differences in mean NA and percent area stenosis were observed between ENDs, SESs, and CD34s (P0.05) ( Figure 2C ). In addition, arterial injury and inflammation scores were similar in all four stent groups at 7 and 14 days (P0.05) (Figure 3 ). (Figure 4) . At 14 days, the reendothelialization areas for all stents were higher, but ENDs (94.64%±6.90%) and CD34s (95.61%±6.80%) showed greatest endothelialization compared with BMSs (75.61%±7.87%) or SESs Figure 1 histomorphometric analysis of stented coronary arteries at 7 days after stent implantation. Notes: (A) neointima area; (B) Percent area stenosis of stented arteries; Data represent the mean ± sD (n=15); Data indexed by same letter indicate no significant difference among the groups according to one-way anOVa followed by Tukey's test (P0.05). Abbreviations: BMss, bare metal stents; cD34s, stents coated with anti-cD34 antibody; enDs, stents coated with anti-endoglin antibody; sD, standard deviation; sess, sirolimus-eluting stents. 
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stents coated with anti-endoglin enhance reendothelialization Figure 3 Quantification of artery injury and infiltration scores around the stent struts at 7 and 14 days after stent implantation. Notes: Data represent the mean ± seM (n=15); Data indexed by same letter indicated no significant difference among the groups according to one way ANOVA followed by Tukey's test. P0.05. Abbreviations: BMss, bare metal stents; cD34s, stents coated with anti-cD34 antibody; enDs, stents coated with anti-endoglin antibody; seM, standard error of the mean; sess, sirolimus-eluting stents.
× Figure 4 reendothelialization of arteries assessed by scanning electron microscopy at 7 days poststent implantation. Notes: (A) scanning electron microscopy images of the intact stented arterial segments; (B) The percentage of reendothelialized area of total stented area; The scale bar on the images represent 500 µm; Data represent the mean ± seM (n=15); Data indexed by different letters indicated significant differences among the four groups according to one-way anOVa followed by Tukey's test (P0.05). Abbreviations: BMss, bare metal stents; cD34s, stents coated with anti-cD34 antibody; enDs, stents coated with anti-endoglin antibody; seM, standard error of the mean; sess, sirolimus-eluting stents.
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cui et al × Figure 5 reendothelialization of arteries assessed by scanning electron microscopy at 14 days poststent implantation. Notes: (A) scanning electron microscopy images of the intact stented arterial segments; (B) The percentage of reendothelialized area of total stented area; The scale bar on the images represented 500 µm; Data was mean ± seM (n=15); Data indexed by different letters indicated significant differences among the four groups according to one-way anOVa followed by Tukey's test. Abbreviations: BMss, bare metal stents; cD34s, stents coated with anti-cD34 antibody; enDs, stents coated with anti-endoglin antibody; seM, standard error of the mean; sess, sirolimus-eluting stents.
(65.21%±8.39%) (P0.01) ( Figure 5 ). There were no differences in the percentage of reendothelialization between ENDs and CD34s (P0.05) (Figures 4 and 5) .
Discussion
Drug-eluting stents such as sirolimus-and paclitaxel-eluting stents have been successfully demonstrated to be effective in reducing ISR and neointimal hyperplasia. 25, 26 However, drug-eluting stents with nonselective drugs could potentially increase the risk of late stent thrombosis and inhibit smooth muscle cell proliferation. 27, 28 In regarding to next generation stents, great efforts have been placed on the development of antibody-coated stents. These stents are coated with a layer of special antibodies. So far, the Genous bioengineered R stent, coated with anti-CD34 antibodies through a biocompatible matrix, has been developed and commercialized. The anti-CD34 antibodies helped capture endothelial progenitor cells (EPCs) from circulation, thus facilitating stent endothelialization. 29 Even though CD34s have clear advantages over BMSs and SESs, there have been concerns over the use of CD34 antibodies.
11,12 CD34 is not a specific marker of EPCs but rather a pluripotent stem cell marker. CD34-positive cells are able to differentiate into various kinds of cells including inflammatory cells and vascular smooth muscle cells, and thus only a small portion of the CD34-positive cells are actually EPCs. 30 Therefore, there is an urgent need to search for other antibody-coated stents.
Unlike CD34, endoglin belongs to the TGF-β receptor family. 13 Its mode of action is different from CD34. As part of TGF-β receptor complex, endoglin controls proliferation, cellular differentiation, and other functions in most cells. 31 In addition, endoglin is known to inhibit the biological effects of TGF-β on synthesis of fibronectin and cell adhesion and aggregation. 32 Importantly, endoglin has a role in the development of the cardiovascular system and in vascular remodeling and is emerging as a marker of activated endothelial cells. 33 Moreover, endoglin overcomes some of the drawbacks of CD34. Unlike CD34, the vascular expression of endoglin is only limited to proliferating cells, and endoglin-negative mesenchymal cells cannot differentiate into endothelial cells. 34 It was reported that CD34s accelerate stent reendothelialization. 35 In this study, we showed that ENDs significantly promote reendothelialization compared with SESs and BMSs. No significant difference was observed between CD34s and ENDs in terms of reendothelialization of arteries and mean NA. Based on antigen-antibody binding principle, it is likely that ENDs might selectively capture EPCs and endothelial cells, leading to increased stent reendothelialization.
Restenosis, a narrowing of a blood vessel, is mainly characterized by neointimal hyperplasia. Endothelial denudation Drug Design, Development and Therapy 2015:9 submit your manuscript | www.dovepress.com
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stents coated with anti-endoglin enhance reendothelialization is considered to be the primary injury after stent implantation, and stent implantation might irritate or damage arterial walls and trigger neointimal hyperplasia of smooth muscle cells during the healing process. When larger areas are denuded or endothelial recovery is delayed, a higher degree of intimal thickening occurs. 36 A previous study showed that CD34s drastically reduce rates of restenosis and thrombosis. 37 Our results confirmed that the NA was significantly reduced in CD34s, which was similar to ENDs.
Conclusion
In this study, a comprehensive comparison of ENDs with the commercial CD34s, SESs, and BMSs was performed. Our results showed that ENDs could promote stent reendothelialization and reduce stenosis of stented arteries more effectively than SESs and BMSs. No significant difference was observed between ENDs and CD34s in terms of reendothelialization and the reduction of neointimal hyperplasia. Due to the limitations of CD34s, our study might provide a promising target for stent development to accelerate healing and reduce restenosis after stent implantation.
